[Requirements for design of total prosthesis of the hip joint].
Analysis of the forces acting on the total endoprosthesis of the hip joint and studies carried out for 16 years of the outcomes of 546 operations have demonstrated the position at an angle of 25-40 degrees to the horizontal to be the best variant of establishing the nest of an endoprosthesis. There is a necessity of designing endoprostheses having a cervico-diaphysial angle of 145-150 degrees.